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How do I Reassign a Meter? 
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To Reassign a Meter:  

1. From the Devices Page: 

a. Right click on the device and select  Edit or  Edit in New Window. 

 
 

2. Change the Assigned Location and… 

a. Click SAVE, on the bottom of the screen, OR 

b. Save, in the upper, right corner of the screen. 

 
 

3. Dock or Sync the meter with RALS to allow it to pick up the new location. 
Note: If using a NOVA handheld device, the Assigned location will need to be changed at 
the device-level, as well. Please refer to the specific device manual for further instruction. 

 

 

 

 


